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CLIENT: Jacki Schilke GD Air Testing Lab. ID: GD11-0198-1F
PO Box 483 Report Date: 11/3/2011
Williston, ND 58802-0483 Date Analyzed: 11/2/2011
Analyzed by: JCA
GD QC Batch: QC-110211F
Method: - ASTM 1945
Site: NA NELAP Certification No.: T104704364
REPORT OF ANALYTICAL RESULTS Page 1 of 1
SAMPLE DESCRIPTION MATRIX SAMPLED BY SAMPLED DATE /RECEIVED
Canister 99013 Air NA 09/25111  10/28/11
CONSTITUENT Mw PQL* RESULT NOTE
ppmyv ppmv
Methane 16.0 1.5 2.5
Ethane 30.0 1.5 ND
Propane 44.0 1.5 ND
Butane 58.0 1.5 ND
Pentane 72.0 1.5 ND
Hexane 86.0 1.5 ND

Canister #99013 was received at an initial pressure of -1.6psi and was pressurized to 4.8psi.

*Comparision with the method blank this sample run with a dilution factor of: 15

*RESULTS Listed as 'ND' were not detected at or above the listed PQL (Practical Quantitation Limit).

* The control limit for Surrogate Recovery % of all spiked compound is 70% - 130%. Only one is reguired to pass.
*QA/QC reports followed this report include: Method blank, Blank spike (BS) and Blank spike duplicate (BSD)

Respectfully submitted
GD Air Testing, Ir%c.

. R
- G§e~rge“pai,£h. %

Laboratory Direct

Data File: C:\STARWMODULE16111021008.RUN

Report File: GDAIR D:\Client_Report\gd11-0198-1F

PAGE 5 OF 11

651 N. Plano Road, Suite 429, Richardson, TX 75081, USA - Tel: (972) 480-8908 - Fax (972) 480-8308






